[Defective artificial lenses].
The authors found the following defects in sterile-packed intraocular lenses, ready for implantation: the positioning holes had sharp edges; the lens surfaces were scratched from polishing and drilling; the lens loops were distinctly deformed. Following a description of these defects the possible clinical complications are discussed.